Introduction
============

Advances in intraocular lens (IOL) and phacoemulsification technology have enabled cataract surgery to achieve better postoperative visual quality, as well as safe removal of opaque lenses, a precise refractive outcome, and restoration of excellent visual acuity.[@b1-opth-5-1701]--[@b3-opth-5-1701] In addition, the methodology for evaluating optical and visual function has developed as laser corneal refractive surgery has advanced,[@b4-opth-5-1701]--[@b7-opth-5-1701] and has been applied to normal eyes[@b8-opth-5-1701] and in ocular pathologies, such as cataract[@b9-opth-5-1701] and dry eye.[@b10-opth-5-1701],[@b11-opth-5-1701] In other words, wavefront analysis which quantifies low-order and high-order aberrations can explain the decrease in visual function, measured by contrast sensitivity testing, which could not be detected by conventional visual acuity testing. Use of these measurements has opened up a whole new possibility for evaluating postoperative results and to predict, customize, and correct ocular aberrations and residual refractive error after cataract surgery using aspheric and light-adjustable IOLs.[@b12-opth-5-1701]--[@b17-opth-5-1701]

Aspheric IOLs are available today, and a number of peer-reviewed articles show their benefits in different ways and under different conditions,[@b18-opth-5-1701]--[@b20-opth-5-1701] despite intraindividual variations in corneal spherical aberration.[@b21-opth-5-1701] Many reports have demonstrated a decrease in spherical aberration for fixed pupil diameters of 3--6 mm. These studies compared spherical aberration after instillation of cycloplegic agents and visual function between aspheric IOLs and spherical IOLs. In a previous study, we found that spherical aberration has an important effect on postoperative visual function, even when the spherical aberration is calculated based on the natural pupil diameter in individual patients.[@b20-opth-5-1701] The purpose of this study was to determine in detail the correlation between contrast sensitivity and the calculated wavefront aberration based on individual natural pupil diameter and to elucidate optimized amounts of wavefront aberrations after cataract surgery.

Methods and materials
=====================

One hundred and twenty consecutive eyes from 92 cataract patients (36 males, 56 females, average age 68.6 ± 9.1 years) who underwent cataract extraction and implantation of acrylic IOLs at Keio University Hospital between October 2007 and December 2009 were included in this prospective study. Patients with significant senile cataract and postoperative visual acuity better than 20/20 were eligible for inclusion in the study. Exclusion criteria were previous or coexistent ocular pathology and complications during cataract surgery or postoperatively. Written informed consent was obtained from all participants. This study was performed in accordance with the tenets of the Declaration of Helsinki.

Patients were randomized to receive one of the following IOLs, including three types of aspheric lenses (Acrysof IQ SN60WF \[Alcon, Fort Worth, TX, 30 eyes; WF group\], Tecnis ZA9003 \[AMO, Santa Ana, CA, 30 eyes; Tecnis group\], PY60AD \[Hoya, Tokyo, Japan, 30 eyes; Hoya group\]) and one type of spherical lens SN60AT \[Alcon, 30 eyes; AT group\]. Patient demographics are shown in [Table 1](#t1-opth-5-1701){ref-type="table"}. The average IOL powers (range) were 19.6 ± 4.5 D (6.0 to 24.0 D) in eyes with Acrysof IQ SN60WF, 20.3 ± 3.5 D (11.0 to 25.5 D) in eyes with Tecnis ZA9003, 18.8 ± 4.1 D (10.0 to 24.0 D) in eyes with PY60AD, and 19.3 ± 3.8 D (12.0 to 24.5 D) in eyes with SN60AT ([Table 1](#t1-opth-5-1701){ref-type="table"}). There was no significant difference in the average IOL powers, age, and postoperative refraction, astigmatism, and pupil diameters under photopic and mesopic conditions between the three types of aspheric and one type of spherical IOLs (Kruskal--Wallis test, *P* \> 0.05).

Surgical techniques
-------------------

All surgeries were performed by one of two experienced surgeons (TY and KN). After topical or sub-Tenon's anesthesia with 2% lidocaine, a 2.2 mm (Acrysof IQ SN60WF, SN60AT, and PY60AD) or 2.75 mm (Tecnis) corneoscleral incision made at the 12 o'clock position. Sodium hyaluronate viscoelastic (1%, OpeganHi, Santen, Osaka, Japan) was used to reform and stabilize the anterior chamber and protect the endothelial cells. A 5.0--5.5 mm continuous curvilinear capsulorrhexis was created with a 27-gauge needle and the nucleus was removed by a standard phacoemulsification technique using the Infiniti (Alcon Surgical, Fort Worth, TX) or CV24000 (Nidek, Gamagori, Japan) phaco device. The IOLs were injected into the capsular bag in all eyes using an injector system. Tecnis ZA9003 IOLs were implanted using the AMO Unfolder Emerald Series. The Acrysof IQ and SN60AT IOLs were implanted using the Monarch injector system. The Hoya PY60AD IOLs were implanted using the Hoya preload system. The viscoelastic agent was completely removed at the end of the procedure. Postoperative medications included levofloxacin (Cravit, Santen, Osaka, Japan), 0.1% diclofenac sodium (Diclod, Wakamoto, Tokyo, Japan), and 0.01% betamethasone sodium phosphate (Sanbetazon, Santen, Osaka, Japan), prescribed three times a day for 1 month.

Measurements
------------

Corrected distance visual acuity, contrast sensitivity, higher-order aberrations, and pupil diameter under photopic and mesopic conditions were measured 1 month after cataract surgery. Contrast sensitivity testing was measured at six spatial frequencies of 1.5, 3, 6, 12, and 18 cycles per degree (cpd) 1 month after surgery using the Optec 6500 vision testing system (Stereo Optical Co Inc, Chicago, IL) with best spectacle correction under photopic conditions (85 candela/m^2^) and mesopic conditions (3 candela/m^2^) with or without glare. The wavefront analysis was conducted under mesopic conditions (0.35 candela/m^2^) without administering cycloplegic agent 1 month after surgery using ARK-10000 (OPD-Scan, Nidek, Gamagori, Japan). ARK-10000 is based on the dynamic skiascopy principle, ie, an infrared light slit and photodetectors are placed on a rotating wheel along the same rotational position across the pupil.[@b22-opth-5-1701],[@b23-opth-5-1701] By rotating the wheel, the instrument measures the time for light to peak at each photodiode, and by comparing the results with the theoretical reference time, the optical pathway difference and related wavefront error are calculated. This procedure yields 1440 data points within 0.4 seconds. The wavefront data was obtained after 1-minute dark adaptation. A single measurement of pupil and wavefront aberration was taken for each eye when the image quality and data obtained were of satisfactory, good quality. If well focused or properly aligned images of the eye could not be obtained, the measurement was repeated until images of suitable quality were acquired.

The pupil diameter was measured using FP-10000 (TMI, Saitama, Japan) under photopic (150 candela/m^2^) and mesopic (0.35 candela/m^2^) conditions without pharmacologic treatment. FP-10000 is a handheld digital infrared pupillometer. Pupil diameter under mesopic conditions was measured after 1 minute of dark adaptation at 0.35 candela/m^2^. Depth of focus was measured by an accommodometer (D'Acomo, WOC, Kyoto, Japan) without covering the fellow eye. A spheric lens of +2 or +3 dioptor was added to the full distance correction, and patients were required to look at the cross target. The target was slowly brought closer until the patient reported blurring of the cross image. The measurement was repeated three times, and the average distance in dioptor was recorded as the near point of accommodation. The depth of focus was defined as the difference in dioptor between the near and far points.

Analysis
--------

The area under log contrast sensitivity function (AULCSF) was determined according to the method of Applegate et al.[@b24-opth-5-1701] The log of the contrast sensitivity was plotted as a function of the log spatial frequency, and third-order polynomials were fitted to the data. The fitted function was integrated between 0.176 (corresponding to 1.5 cpd) and 1.08 (corresponding to 18 cpd), and the resulting value was defined as the AULCSF.[@b24-opth-5-1701]

The wavefront maps were analyzed up to the eighth-order Zernike coefficients using the individual pupil diameter under photopic and mesopic conditions. The root mean square of the third-order, fourth-order, and total higher-order aberrations were calculated. S3 and S4 represent the root mean square of the third-order and fourth-order Zernike coefficients, respectively. Total higher-order aberration represents the root mean square from third-order to eighth-order Zernike coefficients.

Statistical analysis
--------------------

A *P* value less than 0.05 was considered statistically significant. The Mann--Whitney *U* test was used to evaluate differences in pupil diameter and wavefront aberrations between aspheric and spheric IOL groups, and the Kruskal--Wallis test was used to evaluate differences between the four groups. A Pearson correlation analysis was used to evaluate correlations between contrast sensitivity, AULCSF, and wavefront aberrations under photopic and mesopic conditions. All statistical analyses were performed using SSRI (SSRI Co Ltd, Tokyo, Japan) computer software.

Results
=======

The preoperative and postoperative logarithms of minimal angle resolution (logMAR) were 0.28 ± 0.43 and −0.07 ± 0.07, respectively. The logMAR significantly improved after surgery (*P* \< 0.001). No eyes had any postoperative complications. Postoperative slit-lamp examination in mydriasis showed well-centered IOLs in the capsular bag in all eyes. There was no evidence of posterior capsule opacification or anterior capsule shrinkage at the time of testing.

[Figure 1](#f1-opth-5-1701){ref-type="fig"} shows the ocular wavefront aberrations according to individual pupil diameter under photopic and mesopic conditions. Under photopic conditions, S4 and spheric aberration in the Tecnis group were significantly lower than in the AT group. Spheric aberration in the WF group was significantly lower than in the AT group. There were no significant differences in total higher-order aberration and S3 between the four groups. Under mesopic conditions, although there were no significant differences in total higher-order aberration and S3 between the four groups, S4 and spheric aberration in the three aspheric IOL groups was significantly lower than in the AT group. There were no significant differences in depth of focus between the groups ([Figure 2](#f2-opth-5-1701){ref-type="fig"}).

[Table 2](#t2-opth-5-1701){ref-type="table"} shows the results of contrast sensitivity and AULCSF. As shown in [Table 2](#t2-opth-5-1701){ref-type="table"}, there were no significant differences in contrast sensitivity and AULCSF between the four groups under photopic and mesopic conditions without glare (*P* \> 0.05). Only under mesopic conditions with glare, AULCSF and contrast sensitivity at 6 cpd in the aspheric IOL groups was significantly better when compared with the AT group (*P* = 0.04 for the WF group, *P* = 0.02 for the Tecnis group, and *P* = 0.01 for the Hoya group).

[Table 3](#t3-opth-5-1701){ref-type="table"} shows the correlation between contrast sensitivity and ocular wavefront aberration. Under photopic conditions with and without glare, total higher-order aberration and S3 had significant negative correlations with contrast sensitivity at 12 cpd. Under photopic conditions without glare, spheric aberration had significant negative correlations with contrast sensitivity at 3 cpd and 6 cpd.

Under mesopic conditions, spheric aberration had a significant negative correlation with contrast sensitivity at 3, 6, and 12 cpd with glare, and with contrast sensitivity at 6 and 18 cpd without glare, although total higher-order aberration and S3 had no significant correlation with contrast sensitivity.

Discussion
==========

We evaluated the relationship between postoperative ocular wavefront aberration and contrast sensitivity in eyes with three different types of aspheric IOLs and one type of spheric IOL under photopic and mesopic conditions. We demonstrated that, when ocular wavefront aberrations were calculated in accordance with individual pupil diameter, coma-like aberration (S3) had a negative correlation with contrast sensitivity at specific frequencies only under photopic conditions, whereas spherical aberration had a negative correlation with contrast sensitivity under mesopic conditions.

In this study, there were no significant differences in contrast sensitivity between the aspheric IOLs and the spherical IOL under photopic conditions. The effectiveness of aspheric IOLs in improving visual function has been well established by previous studies.[@b25-opth-5-1701]--[@b35-opth-5-1701] We postulate that the results of this study might be due to the weak effect of the asphericity of the IOLs within individual pupil diameter under photopic conditions. In this case series, the average pupil diameters were around 3 mm under photopic conditions and 4 mm under mesopic conditions in the four groups. In a previous study in which we demonstrated that the amounts of spherical aberration correction in aspheric IOLs were dependent on the analysis diameter and varied with IOL types, the amounts of correction of spherical aberration were nearly 0 μm at a 3 mm pupil diameter and 0.05--0.1 μm at a 4 mm pupil diameter for all types of aspheric IOLs.[@b36-opth-5-1701] That is, the ability of aspheric IOLs to decrease spherical aberration is limited at pupil diameters of 3--4 mm. For this reason, it might be reasonable to expect that there would be no differences in visual function between the aspheric and spherical IOLs, although there was a significant negative correlation between spheric aberration and contrast sensitivity.

Interestingly, in the current study, spheric aberration had a negative correlation with contrast sensitivity at 3 cpd and 6 cpd under photopic and mesopic conditions, whereas comalike aberration (S3) had a negative correlation with contrast sensitivity at 1.5 cpd and 12 cpd under photopic conditions. In other words, different types of aberration might have effects on contrast sensitivity at different spatial frequencies. Cuthbertson et al reported that an aspheric IOL performed better than a spherical IOL with significant differences at 3 cpd and 6 cpd.[@b29-opth-5-1701] The results obtained here are almost consistent with findings in the previous study. Further studies will reveal valuable information to explain the deterioration of contrast sensitivity function at specific frequencies due to the increase of specific types of higher-order aberration.

Depth of focus tended to be smaller in eyes with aspheric IOLs than those with the spheric IOL. However, there were no significant differences. Oshika et al reported that comatic-like aberration of the cornea, along with corneal multifocality, contributed to the apparent accommodation in pseudophakic eyes.[@b37-opth-5-1701] In their report, coma-like aberration of the subjects ranged from 0 μm to 0.8 μm, which was relatively large. Tabernero et al used a "virtual surgery" approach to predict the optical performance of IOLs, and reported that the average depths of focus were similar for aspheric and spheric IOLs.[@b38-opth-5-1701]

A weakness of our study is that it was not performed with an intraindividual clinical study design. Contrast sensitivity is affected by individual differences, partly due to optical quality, such as wavefront aberration, and partly due to neural processing. Comparison of contrast sensitivity between the four types of IOLs might be influenced by individual differences in neural processing. Another limitation of this study was the age distribution of the subjects. We included subjects aged 49--85 years (mean 68.7 ± 8.7 years) and did not include younger subjects, because the subjects were selected from those who underwent cataract surgery, and thus, younger subjects were seldom included. In general, contrast sensitivity function has been reported to be age-related. [@b39-opth-5-1701]--[@b42-opth-5-1701] The limited age distribution in this study might make it possible to avoid the effects of subject age on visual function. Further evaluation is needed to confirm these results in younger normal subjects.

To our knowledge, this is the first study to find that coma aberration may be more significant under photopic conditions and spherical aberration under mesopic conditions when higher-order aberrations are calculated according to individual pupil diameter. Previous studies comparing visual function between aspheric and spherical IOLs demonstrated that aspheric IOLs provide better optical quality. However, the optimal wavefront aberration remains unknown because the interaction between complicated Zernike coefficients can both improve and reduce visual performance,[@b43-opth-5-1701] although many reports have demonstrated that the contrast sensitivity function is compromised by an increase in higher-order aberrations in normal eyes[@b8-opth-5-1701] following keratorefractive surgery[@b6-opth-5-1701] and implantation of IOLs.[@b20-opth-5-1701],[@b44-opth-5-1701] Negative spherical aberration around 0.05 μm might provide better optical quality, as reported by Wang et al in their theoretical studies.[@b45-opth-5-1701],[@b46-opth-5-1701]

In conclusion, there were significant negative correlations between wavefront aberration and contrast sensitivity function when wavefront aberration was calculated based on individual pupil diameter, which also indicated that calculated wavefront aberration based on individual pupil diameter reflected visual function well.
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###### 

Demographics of the four groups

                                                  WF group      Tecnis group   Hoya group    AT group
  ----------------------------------------------- ------------- -------------- ------------- -------------
  IOL                                             SN60WF        ZA9003         PY60AD        SN60AT
  Intended SA correction for 6 mm diameter (μm)   0.20          0.27           0.18          --
  Eyes (n)                                        30            30             30            30
  Age (years)                                     68.7 ± 9.9    68.6 ± 3.8     68.5 ± 9.0    68.1 ± 8.7
  Gender                                                                                     
   Male/Female                                    14/16         16/14          15/15         12/18
  IOL power (D)                                   19.6 ± 4.5    20.3 ± 3.5     18.8 ± 4.1    19.3 ± 3.8
   Range                                          6--24         11--25.5       10--24        12--24.5
  Postoperative refraction                                                                   
   SE (D)                                         −1.2 ± 1.3    −0.7 ± 1.1     −0.7 ± 1.4    −0.8 ± 1.2
   Astigmatism (D)                                −1.0 ± 0.5    −1.2 ± 1.0     −0.9 ± 0.5    −1.1 ± 0.6
  Pupil diameter (mm)                                                                        
   Photopic                                       3.03 ± 0.63   2.75 ± 0.62    2.81 ± 0.55   2.87 ± 0.38
   Mesopic                                        4.08 ± 0.70   4.22 ± 0.89    3.93 ± 0.58   4.26 ± 0.59

**Abbreviations:** IOL, intraocular lens; D, diopter; SE, spherical equivalent.

###### 

Contrast sensitivity and AULCSF in each group

                            WF group      Tecnis group   Hoya group    AT group
  ------------------------- ------------- -------------- ------------- -------------
  Photopic, without glare                                              
  1.5 cpd\*                 1.46 ± 0.22   1.40 ± 0.15    1.49 ± 0.19   1.47 ± 0.19
  3 cpd\*                   1.68 ± 0.21   1.72 ± 0.23    1.76 ± 0.20   1.75 ± 0.18
  6 cpd\*                   1.73 ± 0.24   1.73 ± 0.24    1.77 ± 0.21   1.75 ± 0.24
  12 cpd\*                  1.29 ± 0.40   1.24 ± 0.42    1.21 ± 0.45   1.13 ± 0.34
  18 cpd\*                  0.80 ± 0.47   0.78 ± 0.44    0.74 ± 0.47   0.65 ± 0.49
  AULCSF\*                  1.65 ± 0.23   1.64 ± 0.26    1.65 ± 0.23   1.64 ± 0.27
  Photopic, with glare                                                 
  1.5 cpd\*                 1.46 ± 0.20   1.46 ± 0.19    1.45 ± 0.21   1.48 ± 0.24
  3 cpd\*                   1.69 ± 0.20   1.70 ± 0.20    1.71 ± 0.22   1.73 ± 0.23
  6 cpd\*                   1.70 ± 0.20   1.73 ± 0.18    1.77 ± 0.21   1.74 ± 0.26
  12 cpd\*                  1.27 ± 0.33   1.29 ± 0.44    1.21 ± 0.52   1.21 ± 0.46
  18 cpd\*                  0.66 ± 0.50   0.75 ± 0.53    0.63 ± 0.50   0.63 ± 0.50
  AULCSF\*                  1.64 ± 0.21   1.66 ± 0.24    1.64 ± 0.23   1.65 ± 0.27
  Mesopic, without glare                                               
  1.5 cpd\*                 1.57 ± 0.22   1.56 ± 0.24    1.56 ± 0.22   1.55 ± 0.19
  3 cpd\*                   1.68 ± 0.20   1.73 ± 0.23    1.74 ± 0.17   1.66 ± 0.19
  6 cpd\*                   1.57 ± 0.21   1.61 ± 0.26    1.60 ± 0.23   1.48 ± 0.36
  12 cpd\*                  0.56 ± 0.63   0.78 ± 0.58    0.81 ± 0.57   0.63 ± 0.57
  18 cpd\*                  0.28 ± 0.49   0.26 ± 0.36    0.34 ± 0.43   0.18 ± 0.28
  AULCSF\*                  1.45 ± 0.31   1.49 ± 0.29    1.51 ± 0.25   1.38 ± 0.27
  Mesopic, with glare                                                  
  1.5 cpd\*                 1.41 ± 0.23   1.44 ± 0.23    1.43 ± 0.19   1.36 ± 0.26
  3 cpd\*                   1.59 ± 0.25   1.57 ± 0.23    1.58 ± 0.25   1.53 ± 0.24
  6 cpd\*\*                 1.44 ± 0.33   1.46 ± 0.22    1.57 ± 0.25   1.17 ± 0.62
  12 cpd\*                  0.45 ± 0.56   0.51 ± 0.61    0.47 ± 0.60   0.39 ± 0.51
  18 cpd\*                  0.20 ± 0.39   0.21 ± 0.36    0.20 ± 0.25   0.08 ± 0.20
  AULCSF\*                  1.30 ± 0.28   1.32 ± 0.25    1.34 ± 0.25   1.16 ± 0.36

**Notes:** Mann--Whitney *U* test *P* \< 0.05 compared with AT group; Kruskal--Wallis test \**P* \> 0.05, \*\**P* = 0.0385.

**Abbreviations:** AULCSF, area under the log contrast sensitivity function; cpd, cycle per degree.

###### 

Correlation coefficients and *P* value of Pearson's correlation analysis between higher-order aberrations, pupil diameter, contrast sensitivity function, and AULCSF in all eyes (n = 120)

                            THO                       S3                 S4                        SA                        P.D.
  ------------------------- ------------------------- ------------------ ------------------------- ------------------------- --------------
  Photopic, without glare                                                                                                    
  1.5 cpd                   −**0.21 (0.02)**          −**0.20 (0.03)**   −0.14 (0.14)              −0.11 (0.22)              −0.12 (0.20)
  3 cpd                     −0.13 (0.18)              −0.10 (0.18)       0.02 (0.79)               −**0.19 (0.04)**          −0.06 (0.48)
  6 cpd                     −0.13 (0.15)              −0.12 (0.18)       0.005 (0.95)              −**0.20 (0.02)**          −0.06 (0.51)
  12 cpd                    −**0.27 (**\< **0.01)**   −**0.23 (0.01)**   −0.16 (0.07)              −0.18 (0.06)              −0.03 (0.76)
  18 cpd                    −0.14 (0.11)              −0.12 (0.20)       −0.10 (0.29)              −0.12 (0.17)              0.10 (0.25)
  Photopic, with glare                                                                                                       
  1.5 cpd                   −0.08 (0.43)              −0.06 (0.58)       −0.11 (0.21)              −0.08 (0.34)              −0.02 (0.80)
  3 cpd                     −0.17 (0.07)              −0.14 (0.12)       −0.15 (0.11)              −0.14 (0.12)              −0.07 (0.41)
  6 cpd                     −0.14 (0.12)              −0.13 (0.16)       −0.11 (0.24)              −0.13 (0.17)              0.04 (0.67)
  12 cpd                    −**0.22 (0.01)**          −**0.18 (0.04)**   −0.10 (0.28)              −0.11 (0.23)              0 (0.97)
  18 cpd                    −0.12 (0.16)              −0.10 (0.25)       −0.05 (0.58)              −0.15 (0.11)              0.01 (0.91)
  Mesopic, without glare                                                                                                     
  1.5 cpd                   −0.02 (0.79)              −0.01 (0.90)       −0.04 (0.68)              −0.14 (0.11)              −0.03 (0.70)
  3 cpd                     −0.10 (0.28)              −0.08 (0.35)       −0.10 (0.25)              −**0.23 (**\< **0.01)**   −0.07 (0.40)
  6 cpd                     −0.16 (0.07)              −0.12 (0.18)       −**0.27 (**\< **0.01)**   −**0.37 (**\< **0.01)**   −0.07 (0.45)
  12 cpd                    −0.07 (0.43)              −0.05 (0.58)       −0.04 (0.65)              −**0.20 (0.02)**          0 (0.92)
  18 cpd                    −0.09 (0.32)              −0.04 (0.69)       −0.10 (0.28)              −0.08 (0.37)              −0.02 (0.78)
  Mesopic, with glare                                                                                                        
  1.5 cpd                   −0.04 (0.62)              0 (0.95)           0.05 (0.60)               0 (0.90)                  0.11 (0.21)
  3 cpd                     −0.10 (0.24)              −0.07 (0.40)       0.04 (0.70)               −0.06 (0.47)              0.09 (0.33)
  6 cpd                     −0.15 (0.08)              −0.14 (0.12)       −**0.24 (**\< **0.01)**   −**0.25 (**\< **0.01)**   −0.02 (0.78)
  12 cpd                    −0.05 (0.54)              −0.03 (0.74)       0.03 (0.76)               −0.10 (0.26)              0.09 (0.27)
  18 cpd                    −0.02 (0.85)              0 (0.99)           −0.02 (0.84)              −**0.18 (0.04)**          0.03 (0.70)

**Note:** numbers in bold are statistically significant at *P* \< 0.05.

**Abbreviations:** PD, pupil diameter; cpd, cycle per degree; THO, total higher order aberration; S3, RMS of third-order aberration; S4, RMS of fourth-order aberration; SA, spherical aberration; RMS, root mean square.
